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AL09-22 June 8, 2009

NOTE: This Patient Safety Alert is similar to Patient Safety Alert AL06-08 issued on
January 9, 2006; however, AL06-08 dealt with a 2005 subset of Medtronic Sigma
cardiac pacemakers.

Items: Physician Advisory issued by Medtronic Inc. on subsets of:
Kappa 600/700/900 series dual chamber and single chamber
pacemakers and Sigma 100/200/300 series dual chamber and
single chamber cardiac pacemakers

Specific Incident: Medtronic is reporting loss of rate response; premature battery
depletion; intermittent or total loss of telemetry; or loss of pacing
output in a subset of Kappa and Sigma cardiac pacemaker units. The
cause of the failure has been identified as separation of redundant
interconnection wires from the hybrid block in the pacemaker circuit
(i.e., loss of contact). Predicted failure rates are 1.1% and 4.8%
respectively, for Kappa 600/700/900 series and Sigma 100/200/300
series pacemakers. (Updated modeling for the 2005 subset predicts a
failure rate of 3.9% over the remaining device life.)

Actions: 1. By close of business (COB) June 22, 2009, electrophysiology/
cardiology staff or other appropriate clinical staff must identify
all affected patients by completing steps a through d.

It is important that ALL INFORMATION SOURCES be reviewed to
insure that patients are identified; it is possible for affected patients
to be on one list and not on another.

a) Review the manufacturer’s letter
http://www.medtronic.com/kappasigma/physician.html.

b) Review the patient list posted on the VA National ICD
Surveillance Center intranet website
https://ICDPM.sanfrancisco.med.va.gov (see Attachment 1).

c) Review your patient records for all patients with implanted
Medtronic devices affected by this recall. Affected serial
numbers are available online at
http://SigmaSNList.medtronic.com.
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d) Consult with your local Medtronic representative as they
may have an additional list of VA patients and their follow-up
physician.

2. By COB August 15, 2009, electrophysiology/cardiology staff or
other appropriate clinical staff must follow the actions contained in
Attachment 2, prepared by the VA National ICD Surveillance Center.

3. By COB August 15, 2009, the Patient Safety Manager shall document
the status of this Patient Safety Alert on the VHA Hazardous
Recalls/Alerts website. http://vaww.nbc.med.va.gov/visn/recalls/index.cfm.

Reimbursement: If you elect to replace an affected pacemaker, Medtronic will provide a
replacement unit at no cost. Please contact your local Medtronic
Representative or contact the Medtronic’s Patient Service Group at 1-800-
551-5544 for more information. See Attachment 3 for the Medtronic
Warranty Replacement Form.

Source: Medtronic: http://www.medtronic.com

Attachments: 1) Instructions on how to access the VA National ICD Surveillance Center
database.
2) VA National ICD Surveillance Center Memo dated May 29, 2009.
3) Medtronic Warranty Replacement Form.

Contact: Your local Medtronic representative or Field Clinical Engineer or the
Medtronic Brady Technical Services Department at 1-800-505-4636,

Edmund Keung, MD at the VA National ICD Surveillance Center at (415)
221-4810 Extension 3182, or

Bryanne Patail at the National Center for Patient Safety at (734) 930-5890.
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ATTACHMENT 1 - Instructions on how to access the VA National ICD Surveillance
Center database

Perform the following steps to access your patient list of active Kappa and Sigma
pacemakers on the VA National ICD Surveillance Center:

1. Go to VA intranet URL: https://ICDPM.sanfrancisco.med.va.gov

2. You have to register as a user first. Len Roberts, our administrator
(Leonard.Roberts@va.gov) will review the information you provided and grant you
access within 24 hours or less.

3. After you log in, click on <Safety Alerts and Recalls> and <Alert Management Utility>
(see the figure on the following page).

4. Select Medtronic from the Filter by Manufacturer dropdown list.

5. Select Pacemaker/CRT-P from the Filter by Device Type dropdown list.

6. Select MDT-Wire separation: Loss of function (Kappa/Sigma) (05/19/09) from the
Filter by Alert dropdown list.

7. Click “Go” to obtain your list.

The device alert status is listed in the far right corner under the column heading Alert
(Y=Yes). Do not forget that there may be more than one page for the list, depending on
how many patients you have. You can export the table to an Excel spreadsheet by
clicking on the [CSV Data Export] button or just print it.

The medical centers listed under the column VAMC are the hospitals where they had their
device implanted or the follow-up clinics, according the records of the National ICD
Surveillance Center and Medtronic.
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ATTACHMENT 1 – continued

If you choose to use the Alert Management Utility Module to assist you in tracking and
managing the recall, please follow the instructions below.

8. Click on a patient’s name in the above list table and you will be taken to page 1 of the
patient’s detail alert page.

9. Click on the appropriate Alert Identifier (if there is more than one alert affecting the
device) to go to page 2 to view the alert details and to enter your actions in response to
this alert. See the figure on the following page.
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